@

v

ITEST / plus s.r.0. biological tests, laboratory diagnostics

PROTOKOL O KONTROLE KVALITY

QUALITY CONTROL SHEET
Vyrobek SACHAROZA Kat.&. DT 711
Product Code
Cislo sarze 1112 Datum exspirace 2025 11
Lot No. Expiry Date

Tento protokol osvéd&uje, Ze reprezentativni vzorek uvedené Sarze byl testovan ve
firemni kontrolni laboratofi v souladu s podnikovou normou PN - DT 711.

This is to certify that representative sample of this lot was tested in the quality control
laboratory according to firm norm No. PN = DT 711.

Vysledek funkéni zkousky:
Result of the functional test:

Kmen (Strain) Fermentace (Fermentation)

Escherichia coli 01 Ec 1/49 +

Salmonella abony CCM 4518 -

Proteus mirabilis 2/35 -

+ positive
- negative

Zavér: Vyrobek vyhovuje podnikové normé a propousti se do distribuce
Conclusion: Product complies with firm norm and it is released to distribution
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